
Event Report

Printed: December 9, 2019 (V 10.74) Format © 1995-2015 Xmark Corporation

Date/Time
Trigger Source
Range
Record Time
Job Number:

Vert at 4:34:25 PM December 6, 2019
Geo: 0.030 in/s
Geo: 10.000 in/s
4.0 sec at 4096 sps
1

Serial Number
Battery Level
Unit Calibration
File Name

BA13447 V 10.72-8.17 BlastMate III
6.3 Volts
April 3, 2018 by Instantel
O447I89C.PD0

Notes
Location:Towers upper bench

Client:Stordahls Mountain Top

User:Shelby Spahr

General:Bench 1

Extended Notes

Microphone
PSPL
ZC Freq
Channel Test

Linear Weighting
141.5 dB(L) at 0.528 sec
9.3 Hz
Disabled

PPV
ZC Freq
Time (Rel. to Trig)
Peak Acceleration
Peak Displacement
Sensor Check
    Frequency 
    Overswing Ratio

Tran
0.290

42
0.763
0.212
0.002

Disabled
***
***

Vert
0.225
30.6

0.216
0.212
0.001

Disabled
***
***

Long
0.325
19.5

0.613
0.212
0.002

Disabled
***
***

in/s
Hz
sec
g
in
 
Hz

Peak Vector Sum 0.333 in/s at 0.613 sec

USBM RI8507 And OSMRE
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Time Scale: 0.20 sec/div   Amplitude Scale: Geo: 0.100 in/s/div Mic: 0.010 psi(L)/div Sensor Check


